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next morning an opinion can be formed of the soundness
of the sample. The author has had a long experience of
this apparatus, having first used it in the laboratory -of the
inventor for seven or eight years, subsequently at cement
works, and later in his present practice, and he has always
found it perfectly reliable. If a pat treated therein at

FIG. 50.
the prescribed temperatures shows no" signs of cracking or
blowing at the end of the twenty-four hours, and adheres
firmly to the glass plate on which it was made, the cement
may be used with perfect confidence; it will never "blow."
If, on the other hand, the pat shows slight cracks, or
blisters badly on the under surface next the glass, it is a
danger signal, so to speak, which should not be disregarded.
But before condemning the cement off-hand, it is as well to